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Automatic Calibration Apparatus for Telemetry Systems 


Apparatus has bfeen designed for automatically cal- 
ibrating and testing spacecraft telemetry systems. The 
apparatus can generally be used to calibrate analog- 
to-digital converters in which an analog test voltage 
established at a channel input varies to seek the level 
of maximum probability of indecision by servo action. 

In the past, calibration of a telemetry system in- 
volved the search and identification of average inde- 
cision zones and was done manually using complex 
equipment. Because the indecision zones have quite 
narrow bounds, the test operator has had considerable 
difficulty in locating these indecision zones and vis- 
ually interpreting the telemetry output data. The op- 
erator was required to use the data to manually adjust 
the analog input voltage to the apparatus so as to 
establish the point of maximum probability of inde- 
cision. The confidence level of such tests was not high, 
and operator fatigue was a factor. 

The new apparatus automatically specifies the input 
function in a closed servo loop. It combines a servo- 
controlled voltage source and an integrating digital 
voltmeter with automatic printout. Advantages of the 
automatic apparatus include: 


1 . Adaptability to various telemetry systems and 
analog-to-digital converters. 

2. Accurate setting of calibration point, even though 
the telemetry system may have only an arbitrary 
word length. 

3. Greater speed than other known methods. 

Note: 

Documentation is available from: 

Clearinghouse for Federal Scientific 
and Technical Information 
Springfield, Virginia 22151 
Price $3.00 _ 

Reference: TSP68-10514 

Patent status: 

This invention is owned by NASA, and a patent 
application has been filed. Royalty-free, nonexclusive 
licenses for its commercial use will be granted by 
NASA. Inquiries concerning license rights should be 
made to NASA, Code GP, Washington, D.C. 20546. 

Source: W. W. Allen 
of Jet Propulsion Laboratory 
(NPO-10560& 10754) 
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